Purpose of review Interspinous process devices (IPDs) are used in the surgical treatment of lumbar spinal stenosis. The purpose of this review is to compare the first generation with the next-generation devices in terms of complications, device failure, reoperation rates, symptom relief, and outcome. Recent findings Thirty-seven studies were included from 2011 to 2016. Device failure occurred at a mean of 3.7%, with a lower tendency to happen with next-generation IPDs. Reoperations occurred at a lower rate with the nextgeneration devices, with a mean follow up of 24 months (3.7% vs. 11.1%). The clinical outcome is not influenced by the type of IPD. Summary The long-term functionality of these devices is questionable, with radiologic changes and recurrence of symptoms often seen by 2 years following implantation. Next-generation devices do not appear to be subject to the same "bounce back" effect of symptom re-emergence after several years.
Introduction
Lumbar spinal stenosis (LSS) is a narrowing of the spinal canal and can be of either congenital or acquired etiology. Within the aging population, the latter has become common due to spondylosis [1] . Altered biomechanics of the segmentally degenerating spine are thought to trigger compensatory hypertrophic changes of the facet joints and ligamentum flavum. The cumulative effect is further superimposed narrowing of the spinal canal, which may result in impingement of both the thecal sac and nerve roots as they traverse the lateral recess and exit the intervertebral foramina. LSS typically manifests as lower back pain, lower extremity radiculopathy and paresthesia, and neurogenic intermittent claudication (NC). NC is the most common symptom of the disease process and occurs in part as a consequence of segmental epidural venous stasis secondary to buckling of ligamentum flavum in extension. Symptoms in LSS are characteristically relieved by flexion, which functions to increase cross-sectional area of the spinal canal.
Conservative treatment for LSS often precedes surgical intervention. Typical conservative measures involve physical therapy for paravertebral muscle strengthening and posture correction, pharmacotherapy with NSAIDs, and epidural injections of corticosteroids and anesthetics. However, given the degenerative nature of LSS, evidence supporting the longterm efficacy of such treatment methods is lacking [2] .
Surgical intervention for LSS classically consisted of spinal decompression, with or without vertebral fusion. Urgent surgery may be required if neurological deficits progress rapidly or if bladder or bowel dysfunction emerges (cauda equina syndrome). Treatment aims include decompression of neural structures at the level of stenosis
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The X-STOP device, known also as the "interspinous process decompression system," is an FDA-approved, titanium device used to treat lumbar spinal stenosis (Fig. 1a) . In a study comparing conservative treatment versus surgical intervention with X-STOP, symptom severity, physical function, and patient satisfaction were all found to be significantly greater in the X-STOP group at 1-, 6-, and 12-month follow-up periods [8] . Significantly improved visual analog scale (VAS) scores were seen in the X-STOP group over a 7-year follow-up period. Intraoperative complications in 4.9% of patients included spinous process fracture and CSF leak, while postoperative complications including superficial infection, device dislocation, and spontaneous spinal process fracture were found in 11.1% of patients. Another study with 30 X-STOP patients saw significantly improved Owestry Disability Index (ODI) and Japanese Orthopedic Association (JOA) scores throughout a 24-month follow up period, with one device dislocation and subsequent removal noted during the follow-up period [9] . A 2015 study compared minimally invasive decompression (MID) surgery to X-STOP and found improved postoperative Zurich Claudication Questionnaire (ZCQ) and Owestry Disability Index (ODI) scores for both groups, with no difference noted in improvement between the two interventions [10] . Mean surgery time for MID and X-STOP was 113 and 47 min, respectively. Reoperation rates due to recurrent symptoms were significantly higher for X-STOP than MID, however [11] .
WALLIS (Zimmer, Warsaw, IN, USA)-IDE only
The Wallis device was the first clinically approved interspinous distraction device (IDD) originally made from titanium. It may be used for preservation or restoration of lumbar motion or as an adjunct to traditional decompressive surgery [12] . The second-generation Wallis device is a dynamic interspinous device consisting of one polyetheretherketone (PEEK) spacer that limits extension and two Dacron ribbons that limit flexion. The spacer is placed between spinous processes, and the ribbons are wrapped around and secured to adjacent spinous processes. Studies investigating the implantation of second-generation Wallis devices following lumbar decompression found short-and medium-term improved ODI and VAS scores, which was comparable to success rates of first-generation Wallis devices [13] . The Wallis device has seen postoperative short-and medium-term radiologic success regarding intersegmental stabilization, and investigators believe that patients with the Wallis implant can maintain positive outcomes over periods greater than 24 months [14] . Regarding the long-term viability of the Wallis device, significant radiologic changes from postoperative measurements have occurred without any associated clinical deterioration, including increase in VAS scores. Investigators hypothesize that the PEEK material's modulus of elasticity, which is more physiologic, may be responsible for these changes over time.
DIAM (Medtronic, Memphis, TN, USA)-not FDA approved, IDE only
The Device for Intervertebral Assisted Motion (DIAM) is made of a polyester mesh material. The implant has a central component that is placed between adjacent spinous processes and two associated tethers to secure the device longitudinally. In the past, DIAM has been successful in long-term treatment of lower back pain caused by degenerative disc disease. A 2010 study found that over two thirds of patients achieved and maintained significant, clinically apparent differences in both VAS scores and Roland-Morris Disability Questionnaire (RMDQ) scores over a 48-month period [15] . Recently, the DIAM device has been explored as a potential therapy following posterior lumbar interbody fusion (PLIF) in the treatment of degenerative lumbar disease to prevent the development of adjacent segment degeneration (ASD) [16] . Patients that received both PLIF and DIAM saw significantly improved VAS and ODI scores at 24 months, as well as a significant reduction in the development of radiographic ASD, compared to those that received PLIF alone.
Aperius (Medtronic, Memphis, TN, USA)
Introduced in 2007, Aperius was the first percutaneous IPD available on the market. It is made of a titanium alloy core surrounded by pure titanium shell. The device was designed to be used as a stand-alone implant, requiring only local anesthesia and approximately 7 min for implantation [17] . Surgical exposure and implantation site preparation does not require removal of the interspinous ligament; instead, the spine is thought to be decompressed via interspinous process distraction.
Masala et al. noted an initial improvement in VAS scores from 8.292 to 4.250 at 6 months and a decrease in ODI from 26.08 to 10.96 at 6 months [18] . However, both VAS and ODI rose to 5.083 and 16.08, respectively, by the 12-month followup. During the study, perioperative complications were not observed. A similar pattern of short-term pain relief followed by return of symptoms has been shown in other studies, as well. One study indicated that, at 2 year follow-up, ODI and VAS levels even exceeded those reported preoperatively, indicating failure of the device [19] .
Next-generation technologies
Coflex (paradigm spine, New York, NY, USA)
The Coflex device is a dynamic ISP that is placed between adjacent lamina (Fig. 1b) . Approved for use in 2012, this Ushaped device is made of titanium and is inserted between adjacent laminae and spinous processes following decompression surgery. Coflex has been shown to stabilize adjacent vertebrae while preserving both flexion and extension in LSS patients (Fig. 2) .
In a study comparing patients receiving Coflex ILS or posterolateral spinal fusion after decompression surgery, there was no significant difference in the number of secondary interventions or in time from index surgery and secondary intervention between the two cohorts [20•] . Patients undergoing ILS utilizing Coflex found greater clinical composite success (CCS), with no difference between adverse events compared to fusion patients, in a 48-month follow-up period. Another study found a significantly greater improvement in ODI score, as well as VAS back and leg pain scores, among Coflex patients compared to those receiving standard decompression alone [21] . Surgical complications among the Coflex group included one durotomy, while the decompression-only group experienced four durotomies and one surgical site infection. Postoperatively, the Coflex device has been noted to erode bone that is immediately in contact with the device. A study found that in 14 of 30 Coflex patients, erosion resulted from a lack of engagement between the device and vertebrae [22] . Patients that did not experience such bony erosion were found to have a greater postoperative decrease in index range of motion (ROM) than those that experienced erosion. Erosion can be considered a failure of the Coflex device, and the investigators hypothesize that certain preoperative radiologic parameters may serve as predictors for its success in LSS patients.
Superion (VertiFlex, San Clemente, CA, USA)
Approved by the FDA in 2015, the Superion InterSpinous Spacer became the second stand-alone interspinous device approved by the FDA for lumbar spinal stenosis. It is composed of a central segment of titanium which rests between spinous processes (Fig. 1c) . Wings extend cranially and caudally, to prevent lateral displacement. Patel et al. found the results from implantation of Superion to be not inferior to implantation of X-STOP interspinous spacer at 2-year follow-up [23] . Both groups saw decreases in leg pain severity by 70%, and an ODI reduction of 15% was noted in 65% of patients. By 3 years, Patel et al. found that the Superion cohort showed more subjects maintaining the primary endpoints of statistically significant reduction in pain than those in the XStop cohort [24•] .
Other studies have shown improved ODI scores, ZCQ scores, and decreased VAS levels after implantation of the device [25] . Some studies have shown minor increases in ODI and VAS at 2-year time points after initial drop following surgery [19, 26] .
Helifix (Alphatec spine, Carlsbad, CA, USA)
The HeliFix device is an interspinous process decompression device first introduced in 2010 and is currently available only in Europe. It is a percutaneously implanted device that may be used to treat patients suffering from symptomatic 1-or 2-level lumbar spinal stenosis. The device is constructed of PEEK and is available in various sizes. Its unique spiral shape requires it to be "screwed" into place between adjacent spinous processes, aiding the implant to maintain appropriate positioning.
One study looked at the outcomes of 100 patients who received HeliFix for the subsequent 12 months following implantation [26] . Overall, pain was reduced from 8 to 4 on a VAS scale, and lower back pain, which was initially present in 62 patients, was noted to have resolved in 25 individuals and decreased in a further 35. Neurogenic intermittent claudication, initially present in 84 patients, resolved in 29 individuals and improved in a further 37. Of the 100 patients who underwent implantation, two patients underwent reoperation due to recurrence of symptoms. However, this study was limited in that it followed patients for only 12 months. In-Space (Synthes, Umkirk, Germany)-IDE only
The In-Space device is a percutaneous interspinous spacer designed for treatment of LSS. Similar to other devices, it is composed of PEEK with titanium wings extending from the lateral edges of the main cylinder.
As of yet, the In-Space device lacks a significant amount of published data compared to the other IPDs presented in this review. Yingsakmongkol et al. found that VAS scores for back pain and leg pain decreased from 6.56 to 2.64 at 1 week postoperatively [27] . Over the subsequent 2 years, patients experienced no significant worsening in VAS for back or leg pain. Radiographic evaluation revealed significant improvement in foraminal area; however, no improvement in intervertebral disc height was noted.
Discussion

Literature search
Interspinous process spacer devices have been developed as a less-invasive potential alternative to standard posterior lumbar decompression, with or without fusion procedures. The latter directly addresses spinal disease by removing hypertrophied posterior elements including enlarged facet joints and ligamentum flavum; however, longer operation time, higher estimated blood loss (EBL), longer time of hospitalization, higher complication rates, need for revision surgery, and lack of cost effectiveness are all considerations that must be kept in mind. IPDs were first introduced with the potential to minimize these occurrences.
Although the development and use of interspinous spacers has become more common in the treatment of LSS, the data supporting the use of these devices in place of decompressive surgery is largely inconclusive. Meta-analyses comparing standard decompression to IPDs have shown that IPDs are not as efficacious. Al-Min Wu et al. conducted a retrospective study of IPD and laminectomy patients and found no significant difference between VAS and ODI improvements between the two groups but encountered a higher risk for reoperation in the IPD group during the 12-to 24-month follow-up period [28] . Patil et al. compared IPD using X-STOP to laminectomy patients and found an increased risk of reoperation (12.6 vs. 5.8%, RR = 2.07) in the IPD cohort [29•] . The authors noted however that the laminectomy cohort showed significantly greater 90-day complication rates, and there was no significant difference in costs over a period of 18 months.
For this review, the authors conducted a thorough Medlinebased search of studies on IPDs over the past 5 years, from 2011 to 2016. MeSh terms included "interspinous process device(s)," "interspinous distraction device(s)," "interspinous device(s)," "interspinous spacer(S)," "interspinous fusion device(s)," "Interlaminar device(s)," "lumbar," and "Spine." A total of 42 studies were returned, and after excluding meta-analyses, review studies, and biomechanical studies, 37 original studies were included in our review (Table 1) . This encompasses 18 retrospective, 12 prospective (comparative or non-comparative), and 7 randomized controlled trials (RCTs). T h i r t y -f o u r ( 9 2 % ) s t u d i e s c i t e d th e b r a n d o f interspinous device used, while three studies did not disclose the brand of IPD used [29•, 32, 47] .
Demographics
The mean age of the patients ranged from 42.7 to 79 years. Patel et al. [23] and Fabrizzi et al. [17] recruited the largest number of patients in RCT and retrospective studies, respectively (391 and 1315 patients). The main inclusion criteria were lumbar spine stenosis (LSS) at one or multiple levels, while some studies also recruited patients with lumbar disk herniation (LDH) with or without Myerding Grade I spondylolisthesis [10, 12, 14, 27, 36•, 37, 38, 40, 41, 45] .
Surgical intervention
The consensus for surgical treatment of LSS has been to include patient refractory to conservative treatment; however, the length of conservative therapy preceding surgical intervention is a matter of controversy. Some studies required a period of conservative treatment to be at least 6 months [7, 8, 10, 13, 21, 35, 36•, 38, 44•, 45] , whereas other studies [3, 6, 27, 35, 36•, 37] resorted to surgery after 3 months of unsuccessful conservative therapy. One study recruited patients after only 6 weeks of unsuccessful conservative treatment [14] .
Complications
Device failure or intraoperative device-related complications occurred in a mean of 4.26% of patients (Table 2) , with a trend towards decreasing failure rates in next-generation IPDs (2.9 vs. 4.8%). Due to discrepancy between available studies covering next-generation versus older implants (Table 1) , this finding needs to be verified in a meta-analysis.
The main reason for device failure was spinous process fracture. Osteoporosis, over-distraction, inappropriately sized device selection, and poor surgical technique are all potential sources of this complication.
One long-term cross-sectional study [40] estimated the clinical failure of IPDs to be as high as 33.8% after 60 months. According to this study, which has one of the longest followup periods of any study in this area, device-related problems such as loosening, breakage, or migration occurred in 3.7%, deep infection in 0.9%, spinous process fracture in 5.1%, wound complications in 14%, and new or worsening pain in 33% of patients.
Interestingly, two next-generation devices, Helifix and In-Space, are composed of the same PEEK material as the second-generation Wallis device. Studies following Wallis devices longitudinally have found that radiologic changes occur over time, and multiple authors have theorized that differences in the device's fabrication material may be implicated. Future research can be directed to examine the durability of the next-generation PEEK devices, and whether they will suffer the same consequence as their predecessor. 
Reoperations
Overall, reoperations occurred at a mean of 13.35% during the postoperative follow-up period (mean 24 months) ( Table 2) . A comparison between next-and last-generation IPDs revealed the rate to be lower with next-generation IPDs (3.7 vs. 11.1%) during the same follow-up period (24 months). However, due to the paucity of studies on next-generation IPDs, this finding also needs to be verified in a meta-analysis of matched studies. Main reasons for reoperation included late spinous process fracture, device dislocation, new radicular deficit, and recurrent or persistent symptoms postoperatively. In an attempt to minimize this rate, patient selection should occur with scrutiny. Reoperations can potentially be avoided by seeking options other than IPDs for patients with marked osteopenia, adjacent segment disease, severe canal or foraminal stenosis, or isthmic spondylolisthesis [48] . One RCT [41] found the reoperation rate for IPDs to be significantly higher than for minimally invasive decompressive surgery in a 2-year follow-up time due to persistent or recurrent symptoms. The high rate of reoperation led to the early termination of the trial. An interesting randomized prospective study by Miller et al. [33] found similar complications and failure rate in a 6-month follow-up of patients operated with next-(Superion) versus last-generation (X-TOP) IPDs. Nevertheless, another RCT evaluating the same IPDs found increased reoperation rate with last-generation versus next-generation IPDs after the second year [23] .
Symptom relief
When used as an adjunct to decompressive surgery, patients undergoing IPD implantation typically experience initial reduction in symptomatology. Postoperatively, a steady rise in VAS has been reported to occur after 6 months [8] , 1 year [19, 39] , and 2 years [18, 34] of follow-up. Other studies have reported the maintenance of initially improved VAS up to 2 years [21, 27, 36•, 38] or even 3 years [13, 23] . Of the latter studies, three are with next-generation products [23, 27, 38] and three correspond to last-generation [13, 21, 36 •] IPDs. In the preparation of this manuscript, the authors could only find two RCTs in the literature comparing the success of pain reduction between next-vs. last-generation IPDs [23, 33] . Although Miller et al. [33] showed equal results of back and leg pain reduction in terms of VAS during a 6-month follow-up, Patel et al. [23] found that the success to decrease leg VAS is significantly higher after the second year with next-generation IPDs. In terms of clinical outcome measure, most studies have employed Oswestry Disability Index (ODI) or Zurich Claudication Questionaire (ZCQ). There is a general agreement on immediate decreased ODI or ZCQ with the use of IPDs. Some studies have demonstrated a "bounce back" effect after 1 or 2 years for both ODI [12, 18, 25] and ZCQ [33, 37] . Although outcome in terms of ODI or ZCQ appear similar between last-and next-generation IPDs, the literature lacks sufficient randomized trials recruiting both types. We could only find one RCT with this criterion for ODI during the last 5 years [23] , which showed no difference in outcome between the Superion and X-STOP devices. Similarly, with regard to ZCQ, two recent clinical trials showed no statistically significant difference between the Superion and X-STOP devices.
Costs
With regard to cost, IPDs are more expensive compared to standard decompression surgery at index hospitalization, the difference being mainly attributable to implant cost. One retrospective study [29• ] did, however, find no significant difference in overall cost at a period of 12 months postoperatively between those surgically treated with IPDs versus decompression. Two recent RCTs [44•, 47] have shown that after 12 months of follow-up, IPDs are no more cost-effective than decompression surgery. According to the results found in the latter studies, the authors have questioned the cost utility of IPDs in the long-term due to observed higher rates of reoperation. To overcome the bias of short-term follow-up, further RCTs with long-term follow up are recommended to examine this trend.
Conclusion
Interspinous devices offer a simple, minimally invasive alternative to standard decompression for the treatment of lumbar stenosis. Although their use has been reported for a spectrum of different spinal pathologies, careful patient selection is an absolute requirement for successful clinical outcome. Current evidence supports their consideration for use in patients who cannot tolerate lengthy procedures or general anesthesia due to medical concerns; however, these devices should be used with caution in osteoporotic patients due to increased risk of intraoperative and postoperative complications. Positive results of the procedure are immediately apparent and are similar to those of laminectomy or other decompressive surgery. However, the long-term functionality of these devices is questionable, with radiolographic changes and recurrence of symptoms frequently noted following surgical intervention. The previous generation of devices features implants constructed of titanium. The newest devices incorporate PEEK into their design. The durability of such polymer-based devices over the long term warrant further investigation. Additionally, nextgeneration devices do not appear to be subject to the same "bounce back" effect that has been documented with previous iterations of these implants. Moreover, the latest generation of devices offers stand-alone functionality, not requiring additional decompression or other surgical procedures, thus reducing cost for the patient.
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